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1. Intended use

The Touchproof adapter has been designed to allow the connection 
of an electrode using the standard touchproof medical connector.

3. Connections to the device

Touchproof  adapter (8 channel) 
Quick Guide

1 Channel 1 Input

2 Channel 2 Input

3 Channel 3 Input

4 Channel 4 Input

5 Channel 5 Input

6 Channel 6 Input

7 Channel 7 Input

8 Channel 8 Input

9 CMS

10 DRL
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1. Intended use

The Touchproof adapter has been designed to allow the connection 
of an electrode using the standard touchproof medical connector.

3. Connections to the device

Touchproof adapter (20 channel) 
Quick Guide

1 Channel 1: P7

2 Channel 2: P4

3 Channel 3: Cz

4 Channel 4: Pz

5 Channel 5: P3

6 Channel 6: P8

7 Channel 7: O1

8 Channel 8: O2

9 Channel 9: T8

10 Channel 10: F8

11 Channel 11: C4

12 Channel 12: F4

13 Channel 13: Fp2

14 Channel 14: Fz

15 Channel 15: C3

16 Channel 16: F3

17 Channel 17: Fp1

18 Channel 18: T7

19 Channel 19: F7

20 Channel 20: EXT
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